An improved system for preparative starch block electrophoresis.
A starch block electrophoresis system is described which includes (a) a single-unit Lucite electrophoresis chamber, (b) temperature control with a circulating water bath and casting resin-coated brass cooling plate, (c) continuous monitoring of block surface temperature and (d) an easily-assembled apparatus for rapid elution of protein from the starch segments.